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Purpose: Indications:

To transmit 4- lead and 12-lead electrocardiograms | Any patient who requires cardiac monitoring
Advantages: Disadvantages: | Complications: | Contraindications:

Transmits ECG to medical control and enables
faxing 12-lead ECG to receiving hospital

None

None

None

Press blue Start/Stop

button to turn on Rosetta

LT Data Translator
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devices are connected)
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Ensure Rosetta

and UFH radio v
power is on Press Start/Stop button
v again to start
Press the Zoll transmission
Transmit button v
v To end transmission before
Select Interlink automatic stop, press Start/
on the Zoll Stop key again
v
Select Dial on
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v
Press Start/Stop

button to transmit

red Power light

Yes
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Connect monitor to Yes
Rosetta Y
Connect 1-volt ECG
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Connect Rosetta to
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UFH radio power is on

Blinking
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No»|
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failure to MC EMS

displays?

Yes

Replace 9-volt
battery

NOTES:

e The 12-lead will remain in the Rosetta storage as long as the Rosetta device is powered on or for 20

minutes after the device turns itself off

e Paramedics can move the Rosetta and UHF radio to transmit from an area with better reception after

disconnecting the Rosetta from the Zoll
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